
Device Anatomy

Static + Dynamic Alignment

1.	Align b  large fastener with anatomical PIP joint 

2.	�Use shims in e  cage and f  ring sections  
to create a snug fit

3.	Articulate device to ensure full ROM

PIPDriver® | Quick Fitting Guide

a   Shim Holes

b   Large Fastener
c   Small Fastener

f   Ring

e   Cage

d   Tendon



Troubleshooting | Fit & Function Concerns  

Poor Flexion and/or Extension ROM:

Adjust shims in e  cage

Webspace Infringement:

Use Dremel to remove material around  
the webspace

Webspace Impingement: 

Adjust shims in f  ring

Tissue Bunching in Palm 
Preventing Full Flexion:

Use Dremel to remove material around  
the palmar PIP joint

f   Ring

e   Cage
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If you are still having concerns:
Please reach out to Customer Experience at ukprosthetics@ossur.com or call: 03450 065 065 �to 
schedule an appointment with our Clinical Team.


